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Abstract Intravascular ultrasound (IVUS)-based recon-
structions have been traditionally used to examine the
effect of endothelial shear stress (ESS) on neointimal for-
mation. The aim of this analysis is to compare the asso-
ciation between ESS and neointimal thickness (NT) in
models obtained by the fusion of optical coherence
tomography (OCT) and coronary angiography and in the
reconstructions derived by the integration of IVUS and
coronary angiography. We analyzed data from six patients
implanted with an Absorb bioresorbable vascular scaffold
that had biplane angiography, IVUS and OCT investigation
at baseline and 6 or 12 months follow-up. The IVUS and
OCT follow-up data were fused separately with the
angiographic data to reconstruct the luminal morphology at
baseline and follow-up. Blood flow simulation was per-
formed on the baseline reconstructions and the ESS was
related to NT. In the OCT-based reconstructions the ESS
were lower compared to the IVUS-based models
(1.29 ± 0.66 vs. 1.87 ± 0.66 Pa, P = 0.030). An inverse
correlation was noted between the logarithmic transformed
ESS and the measured NT in all the OCT-based models
which was higher than the correlation reported in five of
the six IVUS-derived models (-0.52 ± 0.19 Pa vs.
-0.10 ± 0.04, P = 0.028). Fusion of OCT and coronary
angiography appears superior to IVUS-based reconstruc-
tions; therefore it should be the method of choice for the
study of the effect of the ESS on neointimal proliferation.
Keywords Endothelial shear stress  Neointimal
formation  Optical coherence tomography  Bioresorbable
scaffold
Introduction
Until recently, the in vivo evaluation of ESS distribution
and its effect on neointimal formation relied on the fusion
of coronary angiographic and intravascular ultrasound
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(IVUS) data. However, IVUS is an imaging modality with
limited resolution which does not permit meticulous eval-
uation of luminal morphology and assessment of the
hemodynamic micro-environment [1–4]. Frequency
domain optical coherence tomography (FD-OCT) is a rel-
atively new technique that provides high resolution cross-
sectional images which enable detailed study of stented
segments as they allow precise evaluation of edge dissec-
tion, struts coverage and apposition [5]. FD-OCT has great
value in assessing coronary arteries treated with poly-L-
lactic based bioresorbable scaffolds as the struts of these
devices appear as echolucent boxes allowing evaluation of
their location with regards to the vessel wall.
We have recently proposed a methodology that enables
fusion of FD-OCT and coronary angiographic data and
validated this approach in native coronaries using IVUS-
derived reconstructions as the accepted standard [6, 7].
However, it remains unclear what the incremental value is
for FD-OCT-based over the IVUS-based coronary recon-
struction in assessing the local ESS patterns and their
impact on vessel wall healing in treated coronary arteries.
The aim of this study is to compare the ESS, the neointimal
distribution and the association between ESS and neointi-
mal thickness (NT) in FD-OCT-based versus IVUS-based
reconstructions of scaffolded segments. We aim to highlight
the indigenous limitations of the conventional approach in
modeling treated segments and in studying the effect of the
local hemodynamic milieu on neointimal formation.
Methods
Included patients and study design
We analyzed data from the patients recruited in the ABSORB
Cohort B Trial (A Clinical Evaluation of the Everolimus
Eluting Bioresorbable Vascular Scaffold System in the Treat-
ment of Patients with de Novo Native Coronary Artery
Lesions) (NCT00856856). The design of this prospective
multicenter single arm study has been described in detail by
Serruys et al. [8]. In brief, 101 patients with single or 2 vessel de
novo coronary disease implanted with an Absorb BVS (Abbott
Vascular, Santa Clara, CA, USA) (dimensions: 3.0 9 18 mm)
were included in this trial. The studied population was divided
in 2 groups and both were investigated with serial angiographic,
grayscale IVUS, IVUS virtual histology, and OCT (OCT was
an optional examination). The first group (B1) had these tests at
baseline post device implantation, 6 months and 2 years fol-
low-up, and the second (B2) at baseline, 1 year and 3 years
follow-up. The current analysis included only the patients who
had biplane coronary angiography at 6 months or 12 months
follow-up and serial IVUS and FD-OCT examinations at
baseline and follow-up.
The ABSORB Cohort B study was sponsored and
financially supported by Abbott Vascular. The trial was
approved by the human research committee of the institu-
tions that participated. Written informed consent was
obtained from all patients.
Data acquisition
Coronary angiography was performed with a Siemens
Axiom-Artis biplane (Siemens, Erlangen, Germany) sys-
tem. Two end-diastolic biplane angiographic images
acquired during contrast agent injection at 6 (for the
patients included in the ABSORB Cohort B1 group) or
12 months (for the patients included in the ABSORB
Cohort B2 group) follow-up were selected and used for
coronary reconstruction.
IVUS examination was undertaken in each scaffolded
segment at baseline immediately after scaffold implanta-
tion and at follow-up by a phased-array IVUS catheter
(EagleEye, Volcano Corp, Rancho Cordova, CA, USA)
with the use of an automated pull-back device which
withdrew the catheter at a speed of 0.5 mm/s. FD-OCT
image acquisition was performed at baseline (immediately
after scaffold implantation) and at follow-up using a C7XR
Fourier Domain system (Lightlab Imaging, Westford,
Massachusetts, USA) that was pulled-back at a speed of
20 mm/s. The acquired data were stored in DICOM for-
mat and analyzed offline by three expert observers (CVB,
MIP, LL) blinded to patients’ procedural and clinical
characteristics.
Data processing
The angiographic, IVUS and FD-OCT data acquired at
follow-up were reviewed by the experts who identified the
scaffolded segment and two anatomical landmarks (i.e.,
side branches), one located proximally and the other
distally to the scaffolded segment, that were visible in
coronary angiography and both intravascular imaging
examinations.
The segment of interest, defined by the anatomical
landmarks, was further processed in IVUS and FD-OCT
images. In particular, the observers reviewed the baseline
IVUS sequence and then analyzed the follow-up data
where they identified the end-diastolic images and detected
the luminal and the scaffold (in the scaffolded segment)
borders. Since all the struts at baseline IVUS examination
appeared embedded into the vessel wall the scaffold bor-
ders at follow-up (which represent the luminal borders at
baseline) were defined by splines connecting the adluminal
side of the struts (Fig. 1).
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Before the analysis of the FD-OCT data acquired at
follow-up, the three observers reviewed the baseline FD-
OCT sequence identified the scaffolded segment and
classified the struts portrayed in each frame as embed-
ded, protruded or malapposed [9]. Then the experts
identified the segment of interest in the follow-up FD-
OCT examination and analyzed 1 frame at every 0.4 mm
interval in the non-scaffolded segment and 1 frame at
every 0.2 mm interval in the scaffolded segment. In the
frames portraying a scaffolded segment the observers
detected the luminal and delineated the scaffold borders
(that represented the luminal surface at baseline) using
the following methodology: the observers identified
corresponding struts between the baseline and follow-up
FD-OCT examinations and in case that the baseline
struts were embedded the scaffold borders at follow-up
were defined by splines connecting the adluminal side of
the struts, whereas in case that the baseline struts pro-
truded or were malapposed the scaffold borders were
defined by the adluminal sides of the struts and between
struts by the segment connecting the abluminal side of
adjacent struts (Fig. 1). For 68.3 % of the struts analyzed
at follow-up the operators were able to identify corre-
sponding struts at the baseline examinations. For the
remaining we assumed the struts protruded at baseline
since the majority of the struts (n = 5,700, 91.1 % of the
detected struts) protruded at baseline. Malapposed struts
at follow-up were not taken into consideration and in
these segments the baseline luminal border was approx-
imated by the endoluminal border of the neointima.
Reconstruction of coronary anatomy
The processed IVUS and OCT images were fused sepa-
rately with the angiographic data using a previously
described methodology [6, 10]. In brief this approach
includes the extraction of the luminal centerline of the
segment of interest from the selected end-diastolic
Fig. 1 Intravascular ultrasound (IVUS) and optical coherence tomo-
graphic (OCT) images acquired at baseline and the corresponding
frames obtained at 6 months follow-up. The correspondence can be
confirmed by the presence of a side branch (br) in all images. In IVUS
the scaffold struts (indicated with an asterisk) appear embedded into
the vessel wall at baseline (a) while at 6 months follow-up there was
no neointimal tissue (b). Thus, in this frame the scaffold and the
lumen border is the same and is delineated by a curve connecting the
adluminal side of the scaffold struts (c). On the other hand OCT
allows more detailed visualization of the scaffold struts enabling
identification of 7 corresponding struts between baseline (d) and
follow-up (e) examinations. Two struts at baseline did not have
correspondence at follow-up; in addition the circumferential location
of the corresponding struts is slightly different in the follow-up frame
comparing to baseline. All the struts protruded into the lumen at
baseline and thus the scaffold border was defined by the adluminal
sides of the struts and between struts by the segment connecting the
abluminal side of adjacent struts (e). The area between the luminal
border at baseline (green line) and the luminal border at follow-up
(red line) corresponds to the neointima tissue that is portrayed in
panel (f) in a semi-transparent fashion
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angiographic projections, the placement of the detected
IVUS/OCT borders onto the centerline, and the estimation
of their absolute orientation using efficient algorithms and
anatomical landmarks seen in both the angiographic and
intravascular imaging data [6, 10].
The outcome of this process was four point clouds (two
derived from the IVUS and two from the FD-OCT data) for
each studied segment, which were used to construct four
non-uniform rational B-spline surfaces. Two surfaces cor-
responded to the luminal surface at baseline (one is the
IVUS-based and the other the OCT-based luminal surface)
and were defined by the luminal borders in the non-scaf-
folded segment and by the scaffold borders in the scaf-
folded segment whereas the other two surfaces
corresponded to the luminal surfaces at follow-up (one is
the IVUS-based and the other the OCT-based luminal
surface at follow-up) and were defined by the luminal
borders in the scaffolded segment.
Blood flow simulation
The two baseline luminal surfaces derived by the fusion of
IVUS and FD-OCT with the angiographic data were further
processed with computational fluid dynamics techniques
which allowed generation of a finite volume mesh and
blood flow simulation by solving the 3D Navier–Stokes
equations (ICEM CFD and CFX 11, Ansys, Canonsburg,
PA) [11]. To evaluate the detailed characteristics of the
hemodynamic micro-environment, the mesh density was
increased around the stent struts and within the boundary
layer of the flow field, and had a maximum element edge
equal to approximately  of the BVS strut thickness (i.e.,
*40 lm). Blood was regarded as a homogeneous, New-
tonian fluid with a dynamic viscosity of 0.0035 Pa s and a
density of 1,050 kg/m3. Blood flow was considered to be
steady, laminar and incompressible, and a flat velocity
profile was imposed at the inlet of the reconstructed seg-
ment. Blood flow for each reconstruction was estimated by
measuring in the two angiographic projections, the number
of frames required for the contrast agent to pass from the
inlet to the outlet of the reconstructed segment, the volume
of the reconstructed segment and the cine frame rate [2,
12]. The arterial wall was considered to be rigid and no-slip
conditions were applied at the scaffold surface, while zero
pressure conditions were imposed at the outlet. ESS at the
baseline luminal surface was calculated as the product of
blood viscosity and the gradient of blood velocity at the
wall.
Data analysis and statistics
The lumen volume of the scaffolded segment at baseline
and follow-up were calculated in the IVUS-based and FD-
OCT-based reconstructions and the neointimal volume was
defined as: lumen volume at baseline minus lumen volume
at follow-up. The percentage scaffold volume obstruction
was given by the equation: 100 9 neointima volume/
lumen volume at baseline. The NT was defined as the
distance between the luminal surface at baseline and fol-
low-up and was measured around the circumference of the
lumen per 5 interval and along the axial direction per
0.2 mm interval with the use of an in-house algorithm
developed in Visual Fortran (Compaq Computer Corpora-
tion, Houston, TX, USA) [11]. The NT was related to the
ESS estimated at the baseline luminal surface at the cor-
responding location. Segments within the scaffold located
at the origin of side branches and their adjacent segments
with length equal to the diameter of the side branch were
excluded from the analysis since the branches were not
included in the 3D reconstruction, and thus the computed
ESS in these areas was not considered to be reliable. In
addition, the 2.5 mm proximal and distal end of the scaf-
fold was also excluded from the analysis.
Continuous variables are reported as mean and stan-
dard deviation, as normality was not rejected by the
Kolmogorov–Smirnov test. Categorical variables are
presented as counts and percentages. Comparison
between continuous variables was performed using the
paired or unpaired t test depending on their association.
Pearson correlation coefficient and linear regression
analysis were implemented to investigate the association
between the logarithmic transformed baseline ESS
(lnESS) and the estimated NT at follow-up. To control
for patient effect, a mixed model with random intercept
and slope was used to estimate the overall association
between lnESS and NT in the IVUS-based and the FD-
OCT-based reconstructions. In this mixed model, the
autoregressive covariance structure was utilized to take
into consideration the nested structure of cross-sections
within subjects.
A P value \0.05 was considered statistical significant.
Statistical analysis was performed with the SPSS statistical
software package (version 18.0 for Windows, SPSS, Inc,
Chicago, IL, USA) and the SAS software (version 9.2, SAS
Institute Inc, Cary, NC, USA).
Results
Patient characteristics
Five patients (5 scaffolded segments) from Cohort B1 had
biplane coronary angiography, IVUS, and FD-OCT at
6 months follow-up and 1 patient (1 scaffolded segment)
from Cohort B2 at 12 months follow-up and were included
in the current analysis. The baseline characteristics of the
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studied patients and the studied segments are shown in
Table 1.
Coronary reconstruction analysis
The length of the reconstructed segments was 35.7 ± 4.8 mm
whereas the length of the scaffolded segments was
19.7 ± 3.0 mm in the IVUS-based and 19.4 ± 0.6 mm in the
FD-OCT-based reconstructions (P = 0.815). The baseline
lumen volume of the scaffolded segment was increased in the
FD-OCT-based models comparing to the IVUS-based models
but there was no difference at follow-up. IVUS imaging
identified neointimal proliferation in 5 of the 6 scaffolded
segments (in only 8.6 % of the analyzed IVUS frames) while
FD-OCT detected neointimal tissue in all the treated seg-
ments. IVUS was unable to accurately estimate neointimal
formation as the percentage scaffold volume obstruc-
tion and the mean NT was considerably lower in the IVUS-
based comparing to the FD-OCT-based reconstructions
(Table 2).
Shear stress analysis
The mean ESS (scaffold level analysis) was considerably
higher in the scaffolded segments in the IVUS-based
reconstructions compared to the FD-OCT-based recon-
structions (1.87 ± 0.66 vs. 1.29 ± 0.66 Pa, P = 0.030).
Twenty six percent of the ESS estimated in the IVUS-
based models and 43 % of the ESS estimated in the FD-
OCT models was \1 Pa (i.e., low ESS with a pro-reste-
notic effect) [13]. This difference should be attributed not
only to the increased baseline luminal dimensions reported
in the FD-OCT-derived reconstructions but also to the fact
that FD-OCT imaging allowed detailed assessment of the
lumen and struts and evaluation of the irregular luminal
morphology created from the protruding struts that affected
the local hemodynamic micro-environment. As it is shown
in Fig. 2, ESS was increased on the top of the struts
whereas in the between the struts areas there were flow
recirculation zones (especially distally to the struts) and
low ESS values.
The differences in the computed ESS at baseline and NT
at follow-up between the IVUS-based and FD-OCT-based
reconstructions had a considerable effect on the association
between these two variables. A negative correlation
between baseline lnESS and NT at follow-up was reported
in both IVUS- and FD-OCT-based models (mean cor-
relation coefficient: -0.10 ± 0.04 vs. -0.52 ± 0.19,
P = 0.028 respectively); however the magnitude of the
estimates of the intercepts and slopes was quite different.
Table 3 provides the correlation coefficients, as well as the
estimated slopes and y-intercepts after applying linear
mixed regression analysis for each subject (Fig. 3). The
overall linear mixed-effect model with follow-up time
included as a fixed effect yielded in the IVUS-based
reconstructions an overall slope of -1 lm/ln(Pa)
and y-intercept of 2 lm while in the OCT-based recon-
structions the overall slope was of -32 lm/ln(Pa) and
y-intercept of 76 lm [slope difference: 31 lm/ln(Pa);




Age (years) 57 ± 6
Male 5 (83 %)
Hypertension 3 (50 %)
Hypercholesterolemia 6 (100 %)
Diabetes mellitus 0 (0 %)
Current smoking 0 (0 %)
Prior percutaneous coronary intervention 1 (17 %)
Prior myocardial infarction 1 (17 %)
Stable angina 6 (100 %)
Left anterior descending artery 3 (50 %)
Left circumflex artery 1 (17 %)
Right coronary artery 2 (33 %)
Ramus intermedius 0 (0 %)
Medications




Statins 6 (100 %)
Table 2 Differences between the IVUS-based and FD-OCT-based
reconstructed models with regards the scaffolded segments
IVUS-based
models (n = 6)
FD-OCT




6.88 ± 1.81 7.75 ± 1.24 0.561
Follow-up mean
lumen area (mm2)
6.85 ± 1.81 6.97 ± 0.99 0.764
Mean neointima
tissue area (mm2)
0.03 ± 0.03 0.78 ± 0.29 0.001
Mean neointima
thickness (lm)
14 ± 13 102 ± 29 \0.0001
Lumen volume at
baseline (mm3)
132.83 ± 35.85 150.43 ± 24.96 0.078
Lumen volume at
follow-up (mm3)
132.16 ± 25.47 135.29 ± 20.44 0.656
Neointima tissue
volume (mm3)
0.67 ± 0.59 15.14 ± 5.63 0.001
Percentage volume
obstruction (%)
0.47 ± 0.39 9.86 ± 2.39 \0.0001
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Fig. 2 Three dimensional reconstruction of the baseline luminal
surface by fusing intravascular ultrasound (IVUS) with angiographic
data (a) and optical coherence tomographic (OCT) and angiographic
data (b). The endothelial shear stress (ESS) in the scaffolded segment
is portrayed with the use of a color coded map with the blue color
corresponding to low and the red to high ESS. The insets demonstrate
the distribution of the neointima tissue developed at follow-up (green
color indicates no neointima and red increased neointima thickness).
Panels 1a and 1b show longitudinal cross sections of the reconstructed
baseline surfaces with the blood flow streamlines portrayed with
velocity color coding. In the IVUS-based model there is no neointima
tissue, no flow disruption, and the ESS has a homogeneous distribu-
tion. On the other hand in the OCT-based model the protruding struts
create flow disturbances with low velocities and recirculation zones in
the between the struts areas. ESS is low in these regions and increased
on the top of the struts. There appears to be an inverse association
between the neointimal tissue, portrayed in transparent fashion, and
the baseline ESS as there is increased neointima tissue in the
segments between the struts and no neointimal on the top of the struts.
Similar findings are shown in the IVUS and OCT cross sections
acquired at the middle of the scaffolded segment just before the origin
of a side branch (indicated with an asterisk). The luminal surface in
the IVUS frame appears smooth, there is no neointima tissue at
follow-up, while ESS has a homogeneous distribution (2a, 2a0, 2a0 0).
On the other hand, OCT allows more detailed assessment of the
rugged luminal morphology created post scaffold implantation and
permits detection of the neointimal tissue developed at follow-up (2b,
2b0, 2b0 0). The ESS at the baseline luminal surfaces has a heteroge-
neous distribution with increased ESS on the top of the struts and low
ESS values in the between the struts areas
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P \ 0.0001]. In the overall mixed effect model, with fixed
effects of modality and follow-up time added, the P values
associated with modality, follow-up time, and lnESS were
\0.0001, 0.0006, and \0.0001 respectively, indicating
statistically significant influence of modality, follow-up
time, and lnESS on NT.
Discussion
The present analysis compared for the first time the associ-
ation between ESS and neointimal proliferation following
Absorb BVS implantation, in coronary reconstructions
obtained either by fusing FD-OCT or IVUS with angio-
graphic data. We found: (1) increased NT in the FD-OCT-
based models compared to the IVUS-based models, (2)
lower ESS values and flow disturbances in the FD-OCT-
based models that were not detected in IVUS-based recon-
structions, (3) an inverse and statistical significant correla-
tion between lnESS and NT in both FD-OCT-based and
IVUS-based models, and (4) an effect of the modality used to
reconstruct coronary anatomy and simulate blood flow on
this association with a higher correlation in the FD-OCT-
based reconstructions.
Previous studies investigating the effect of ESS on
neointimal proliferation relied on IVUS imaging, a
modality with limited resolution which did not allow
detailed assessment of lumen morphology and quantifi-
cation of neointimal tissue especially in segments
implanted with drug eluting stents where neointimal
proliferation is minimal [1–4]. Thus, the measured ESS
in these models, were determined by the macroscopic
geometry of the reconstructed artery (i.e., curvature and
luminal dimensions) as it was not possible to evaluate
the impact of the protruded struts on the local hemo-
dynamic micro-environment [14–16]. Numerous in silico
studies have shown that stent design critically determines
ESS patterns with the stents having thick rectangular-
shaped struts connected with perpendicular to the flow
direction connectors to modulate a low ESS environ-
ment, whereas the devices with thin circular-shaped
struts that are connected with parallel to the flow
direction connectors to have a minimal effect on the
local flow [16–20]. The poor resolution of IVUS imaging
and the blooming effect of the metallic struts did not
permit meticulous evaluation of the effect of stent
implantation on luminal morphology and assessment of
the effect of the hemodynamic micro-milieu on neointi-
mal proliferation.
Frequency domain optical coherence tomography over-
comes these limitations as it provides realistic 3D models
which allow detailed evaluation of the luminal surface,
post scaffold implantation, and quantification of NT. We
demonstrated that the high resolution FD-OCT-based
reconstructions permitted reliable and meticulous 3D rep-
resentation of the rugged luminal surface, created post
Absorb BVS implantation, which appeared to affect the
local blood flow patterns. The protruding struts disturbed
the blood flow resulting in flow recirculation zones and low
ESS between the struts and higher ESS on the top of the
struts. The hemodynamic micro-environment had a con-
siderable effect on neointimal formation as we noticed a
heterogeneous neointimal distribution with an increased
NT in the between struts areas (low ESS) and minimal
neointimal tissue over the struts (high ESS) (Fig. 4).
Therefore, the correlation between ESS and NT was higher
in the FD-OCT-based reconstructions compared to the
IVUS-based models, while the mixed linear regression
model confirmed the effect of the imaging modality used to
examine the association between ESS and NT.
This analysis focused on the association between
ESS and NT in segments implanted with an Absorb
BVS for the following reasons: (1) in contrast to the
metallic stents where there is a blooming effect in
OCT and shadowing behind the struts, the struts of the
Absorb BVS appear as echolucent boxes allowing
accurate delineation of luminal borders, (2) the struts
of the Absorb BVS have a heterogenic appearance in
Table 3 Correlation coefficient, slope and y-intercept obtained after applying linear mixed regression analysis between logarithmic transformed


















1 6 -0.043 -14 36 -0.800 -60 106
2 6 -0.140 -8 14 -0.571 -30 71
3 6 -0.086 0 0 -0.451 -28 76
4 6 -0.124 -4 17 -0.537 -35 124
5 6 – – – -0.219 -12 59
6 12 -0.127 -11 30 -0.537 -38 99
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FD-OCT which permits us to find corresponding struts
at baseline and follow-up examinations and use this
information to reconstruct in a more accurate fashion
the baseline luminal surface, (3) the rectangular shape
and increased thickness (156 lm) of the scaffold struts
as well as the in-phase zig-zag hoops linked with
bridges design of the scaffold is anticipated to influ-
ence considerably the local flow and ESS patterns, and
(4) bioresorbable devices may gradually lose their
geometrical integrity and tend to expand; however the
changes in scaffold geometry and dimensions appear to
occur after the first year post device implantation and
thus we can assume with some certainty that the
scaffold geometry at 6 months and 1 year follow-up is
not different from its geometry at baseline post device
implantation [8, 21, 22]. The fact that Absorb BVS
allows accurate FD-OCT-based luminal reconstruction
and evaluation of the effect of the hemodynamic
micro-milieu on neointimal formation enables us to
reveal the limitations of IVUS-derived reconstructions
in assessing the effect of ESS on NT.
To our knowledge this is the first study that provides
evidence about the superiority of FD-OCT-based over the
IVUS-based models in assessing the implications of the local
hemodynamic environment on neointimal proliferation.
Numerous in silico blood flow studies have demonstrated the
implications of different stent designs on the local ESS
patterns, but no study up to date has evaluated these effects
in vivo [16–20]. The FD-OCT-based reconstruction appears
to enable assessment of the hemodynamic micro-environ-
ment and thus it is anticipated to be proven useful in the
future to investigate in vivo the athero-promoting and pro-
thrombotic implications of different stent designs.
Limitations
A considerable limitation of the current analysis is the
small number of patients included. However, the increased
number of measurements (approximately 6,480 estimations
per scaffold in each reconstruction) provides us enough
power to compare the estimations of the two approaches
and draw solid conclusions. Another limitation of the
analysis was the fact that we used the follow-up data to
reconstruct both the luminal surface at baseline and follow-
up. This was done because there were considerable dif-
ferences in the corresponding FD-OCT frames with regards
the number of the portrayed struts and the circumferential
location of corresponding struts (Fig. 1), that did not allow
us to accurately associate the luminal surface reconstructed
from the baseline FD-OCT data with the luminal surface
reconstructed from the follow-up data and estimate the NT.
Malapposed struts at follow-up were not taken into account
in this analysis. However, considering the low malapposi-
tion rate reported at follow-up in Absorb Cohort B study at
6 months follow-up (0.7 %) it is unlikely that this
approximation affected our results [9]. Finally, it should be
mentioned that the abovementioned analysis cannot be
performed in metallic stents because: (1) the metallic struts
have a homogenous appearance and thus it is almost
impossible to identify corresponding struts between base-
line and follow-up and (2) the blooming artefacts makes
often difficult the discrimination between protruded and
embedded struts.
Fig. 3 Regression curves showing the association between ESS
(lnESS) at baseline and neointima thickness at follow-up in the 6
intravascular ultrasound (IVUS)-based and optical coherence tomo-
graphic (OCT)-based reconstructions (a). Regression analysis
between lnESS and neointima thickness for an IVUS-based (b) and
OCT-based reconstruction (c)
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Conclusions
This study demonstrated for the first time that the fusion of
FD-OCT and coronary angiographic data provides more
detailed reconstruction of luminal morphology in segments
implanted with an Absorb BVS and accurate evaluation of
the effect of ESS on vessel wall healing than the IVUS-
derived models. The ability of FD-OCT to assess the
hemodynamic micro-environment in treated segments is
anticipated to allow us to investigate in vivo the pro-
restenotic and pro-thrombotic implications of different
stent designs.
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